**Core tip:** Devices utilized in endoscopic submucosal dissection (ESD) play an important role in facilitating the safe and effective procedure. A novel slim type ball-tipped FlushKnife (FlushKnife-BTS) has been developed to enhance the performance of aspiration and insertion of the knife through the scope. We herein investigated the usefulness of FlushKnife-BTS over FlushKnife-BT in functional experiments and clinical practice. FlushKnife-BTS showed a faster water aspiration speed, reduced resistance to knife insertion, a faster treatment speed when the resection size was large, and low frequency of knife replacement. Our results indicate that FlushKnife-BTS supports the efficient performance of ESD, particularly for large lesions.

INTRODUCTION
============

Endoscopic submucosal dissection (ESD) is a standard treatment for early-stage tumors in the digestive tract\[[@B1]-[@B6]\]. Many devices have been developed to safely and efficiently facilitate this procedure\[[@B7]-[@B14]\]. One of these devices is FlushKnife and the subsequently developed ball-tipped FlushKnife (FlushKnife-BT) (DK2618JN, DK2618JB; Fujifilm Medical Co., Ltd., Tokyo, Japan)\[[@B13],[@B14]\]. Some of the features and functions of these knives are advantageous such as injection, irrigation by waterjets, dissection, hemostasis, and vessel sealing\[[@B15]\]. However, when they are used with endoscopes equipped with a working channel of 2.8 mm, difficulties are associated with aspirating fluid and air in the working space and finely controlling the knife length due to limited space with friction resistance in the channel with a knife with a diameter of 2.7 mm.

Therefore, a novel slim type FlushKnife BT (FlushKnife-BTS, DK2620JBS; Fujifilm) was developed to provide more space in the working channel, (Figure [1](#F1){ref-type="fig"}). FlushKnife-BTS is characterized by its slim sheath (2.2 mm), but same sized sheath tip (2.7 mm, approximately 30 mm long) as the conventional knife, which maintains stable maneuverability.

![Ball-tipped FlushKnife and a novel slim type ball-tipped FlushKnife. FlushKnife-BT: Ball-tipped FlushKnife; FlushKnife-BTS: A novel slim type FlushKnife-BT.](WJG-23-1657-g001){#F1}

In an attempt to clarify whether the performance of ESD is better with FlushKnife-BTS than with FlushKnife-BT, we retrospectively investigated the usefulness of FlushKnife-BTS over FlushKnife-BT in functional experiments and clinical practice. In the clinical practice, we included esophageal ESD because esophagus is a narrow tract compared to stomach and colorectum, which procedure is affected easily by air inflation, and was thought to be a good candidate for first investigation into the efficiency of FlushKnife-BTS.

MATERIALS AND METHODS
=====================

Functional experiment
---------------------

Water aspiration speed with the knife inserted in the scope, resistance to knife insertion inside the scope, and waterjet flushing speed were compared between FlushKnife-BTS and FlushKnife-BT. Regarding the speed of water absorption, a total of 200 mL water in a graduated cylinder was aspirated using the 2.8-mm scope and 3.2-mm channel with FlushKnife-BT or FlushKnife-BTS inserted, and the amount of water aspirated in 10 s was measured. The experiment was repeated 9 times. Resistance to the insertion of Flushknife-BT or Flushknife-BTS inside the scope was measured with various endoscopic angles. A measuring instrument named force gage FGP-5 produced by NIDEC-SHIMPO CORPORATION was equipped with the FlushKnife-BTS and FlushKnife-BT, inserted into the endoscope equipped with a working channel of 2.8 mm and the resistance during the insertion was determined. The experiment was repeated 3 times. The waterjet flushing speeds of the knives were measured at three different water pressure settings 9 times using waterjet equipment (JW-2; Fujifilm, waterjet volume; min/mid/max 80/135/190 mL/min).

Patients
--------

All cases that underwent esophageal ESD performed using FlushKnife-BTS or FlushKnife-BT at Kobe University Hospital and Kishiwada Tokushukai Hospital between October 2015 and January 2016 were retrospectively reviewed. Of these, cases that underwent ESD performed by an experienced endoscopist (T.T.) were analyzed in the study.

Indications for esophageal ESD were defined according to the esophageal ESD guidelines issued by the Japan Esophageal Society\[[@B16]\]: (1) absolute criteria; lesions that do not exceed the mucosal layer (T1a), those remaining within the mucosal epithelium (EP) or the lamina propria mucosae (LPM), and (2) relative criteria; lesions reaching the muscularis mucosae (MM) or slightly infiltrating the submucosa (up to 200 μm, T1b-SM1). ESD was not recommended for a 10%-15% risk of lymph node metastasis with lesions filling the relative criteria; however, it was performed on patients who were too frail to tolerate more invasive surgical approaches due to comorbidities, those who requested a diagnostic endoscopic treatment before surgery, or those who requested ESD with chemoradiation.

All patients underwent an initial screening examination including esophagogastroduodenoscopy with magnified narrow band imaging and computed tomography in order to evaluate submucosal invasion and lymph node metastasis. When submucosal invasion was suspected, endoscopic ultrasonography was performed.

ESD procedure
-------------

Patients were mainly sedated using dexmedetomidine hydrochloride, flunitrazepam, and pentazocine. ESD was performed with a single-channel endoscope equipped with a working channel of 2.8 mm (GIF-Q240, H290Z; Olympus Corporation, Tokyo, Japan). ERBE VIO 300 D high performance cautery (Erbe Elektromedizin GmbH, Tubingen, Germany) was utilized in all cases. Carbon dioxide insufflation was routinely used.

The knife was removed and reinserted to aspirate fluid and air when required, to clean the endoscope lens for better visualization, and/or when the thread-traction method was needed\[[@B17]\].

Evaluated points
----------------

The patient and lesion characteristics including sex, age, lesion site, circumference of the resected area, major axis diameter of the resected specimen, size of resected area, major axis diameter of the tumor, histology of the tumor and depth of the tumor were investigated.

Furthermore, the procedure time, treatment speed, frequency of knife removal and reinsertion for aspiration, *en bloc* resection rate, and adverse events were assessed and compared between the FlushKnife-BTS (BTS) group and FlushKnife-BT (BT) group.

The procedure time was defined as the time between the first submucosal injection and completion of dissection. The treatment speed was calculated by dividing the area of the resected specimen by the procedure time (cm^2^/min). The approximate oval area (cm^2^) of the resected specimen was calculated as follows; 3.14 × 0.25 × long axis diameter × short axis diameter.

Adverse events
--------------

Perforation and postoperative bleeding were counted as adverse events related to the procedure.

Postoperative bleeding was recorded if one of the following conditions was identified: (1) bleeding that required endoscopic hemostatic treatment; and (2) bleeding with a reduction in total hemoglobin of more than 2 g/dL from the preoperative level. Perforation was diagnosed by endoscopic findings during ESD or by the presence of free air on computed tomography.

Ethics
------

All patients were informed of the risks and benefits of ESD, and provided written informed consent to undergo the procedure. This study was approved by the Ethics Committees of Kobe University Hospital (No. 160051) and Kishiwada Tokushukai Hospital (No. 28-10).

Statistical analysis
--------------------

The Mann-Whitney *U* test was used to compare continuous variables, and the *χ^2^* test or Fisher\'s exact probability test was used to compare categorical variables. *P* \< 0.05 was considered significant. All statistical analyses were performed using JMP version 10 (SAS Institute Inc., Cary, NC, United States).

RESULTS
=======

Results of functional experiments
---------------------------------

The results of the functional experiments revealed that water aspiration speed by the endoscope equipped with a 2.8-mm working channel with FlushKnife-BTS inserted was 7.7-fold faster than that with FlushKnife-BT (Figure [2](#F2){ref-type="fig"}). Even when using an endoscope with a 3.2-mm working channel, water aspiration speed was 2.7-fold faster with FlushKnife-BTS than with FlushKnife-BT. Resistance to knife insertion through the 2.8-mm working channel in a straight endoscopic position was 40% less using the new slim knife than the conventional knife (Figure [3](#F3){ref-type="fig"}). Reductions in resistance were detected using both scopes with 2.8-mm and 3.2-mm working channels and at any endoscopic angle. Waterjet flushing speed was lower with FlushKnife-BTS than with FlushKnife-BT at all water pressure settings tested (Figure [4](#F4){ref-type="fig"}). This difference became larger with increases in water pressure.

![Water aspiration speed. A total of 200 mL water in a graduated cylinder was aspirated by scopes with 2.8-mm and 3.2-mm channels with FlushKnife-BT or FlushKnife-BTS inserted, and the amount of aspirated water in 10 s was measured. The column denotes mean data and the bar shows the range of experiments performed 9 times. Water aspiration speed was markedly faster with FlushKnife-BTS than with FlushKnife-BT. ^a^*P* \< 0.05, BT *vs* BTS. FlushKnife-BT: Ball-tipped FlushKnife; FlushKnife-BTS: A novel slim type FlushKnife-BT.](WJG-23-1657-g002){#F2}

![Resistance to knife insertion inside the scope. Resistance to the insertion of Flushknife-BT or Flushknife-BTS inside the scope at various endoscopic angles was measured using a measuring instrument by NIDEC-SHIMPO CORPORATION. The column denotes mean data and the bar shows the range of experiments performed in triplicate. Resistance was lower at all endoscopic angles with Flushknife-BTS than with Flushknife-BT. ^a^*P* \< 0.05, BT *vs* BTS. FlushKnife-BT: Ball-tipped FlushKnife; FlushKnife-BTS: A novel slim type FlushKnife-BT.](WJG-23-1657-g003){#F3}

![Waterjet flushing speed. Waterjet flushing speed was faster with FlushKnife-BT than with FlushKnife-BTS at all pump settings tested. ^a^*P* \< 0.05, BT *vs* BTS. FlushKnife-BT: Ball-tipped FlushKnife; FlushKnife-BTS: A novel slim type FlushKnife-BT.](WJG-23-1657-g004){#F4}

Clinical results
----------------

During the study period, 61 esophageal lesions in 49 patients were treated with 56 ESD procedures. Of these, 13 ESD procedures performed in 9 patients, consisting of 6 and 7 ESD using FlushKnife-BT and FlushKnife-BTS, respectively, were completed by an experienced endoscopist and these cases were included in the study (Figure [5](#F5){ref-type="fig"}).

![Flow diagram of cases that underwent endoscopic submucosal dissection included in the analysis. FlushKnife-BT: Ball-tipped FlushKnife; FlushKnife-BTS: A novel slim type FlushKnife-BT; ESD: Endoscopic submucosal dissection.](WJG-23-1657-g005){#F5}

The characteristics of the patients and lesions are shown in Table [1](#T1){ref-type="table"}. There were 3 males and 1 female in the BT group, and 4 males and 1 female in the BTS group. Two patients in the BT group and one patient in the BTS group had multiple lesions that were treated separately. Ages ranged between 68 and 78 years with a median age of 73.5 years in the BT group, and between 57 and 74 years with a median age of 57 years in the BTS group (*P* = 0.0235). Lesion sites (Ut/Mt/Lt) were 0/4/2 and 0/6/1, respectively (*P* = 0.559).

###### 

Patient and lesion characteristics

                                                                                         **FlushKnife-BT (*n* = 6)**                                           **FlushKnife-BTS (*n* = 7)**          ***P* vaule[1](#T1FN1){ref-type="table-fn"}**
  -------------------------------------------------------------------------------------- --------------------------------------------------------------------- ------------------------------------- -----------------------------------------------
  Male/Female                                                                            3[2](#T1FN2){ref-type="table-fn"}/1[2](#T1FN2){ref-type="table-fn"}   4[2](#T1FN2){ref-type="table-fn"}/1   0.559
  Age, median (range), years                                                             73.5 (68-78)                                                          57 (57-74)                            0.0235
  Lesion site Ut/Mt/Lt                                                                   0/4/2                                                                 0/6/1                                 0.559
  Circumference of the resected area, median (range)                                     68% (25-100)                                                          75% (50-92)                           0.599
  Major axis diameter of the resected specimen, median (range), mm                       39.5 (30-55)                                                          40 (31-60)                            0.277
  Resected area, median (range), mm²                                                     1117 (636-2547)                                                       1193 (511-2418)                       0.943
  Major axis diameter of the tumor[3](#T1FN3){ref-type="table-fn"}, median (range), mm   33 (19-42)                                                            32 (25-50)                            0.616
  Histology of the tumor HGIN/SCC                                                        0/6                                                                   0/7                                   0.000
  Depth of the tumor EP/LPM/MM                                                           0/5/1                                                                 1/5/1                                 0.629

The Mann-Whitney *U* test was used to compare continuous variables, and the chi-squared test or Fisher\'s exact probability test was used to compare categorical variables;

One patient had multiple esophageal lesions treated by endoscopic submucosal dissection;

In the case of multiple lesions resected simultaneously, the maximum distance between the edges of each tumor was defined as the major axis diameter of the tumor. FlushKnife-BT: Ball-tipped FlushKnife; FlushKnife-BTS: A novel slim type FlushKnife-BT.

The circumference of the resected area ranged between 25% and 100% with a median of 68% in the BT group, and between 50% and 92% with a median of 75% in the BTS group (*P* = 0.599).

The median major axis diameters of resected specimens were 39.5 mm (range 30-55) and 40 mm (range 31-60) respectively (*P* = 0.277) in BT and BTS groups, respectively.

The median resected area was 1117 mm^2^ (range 636-2547) in the BT group and 1193 mm^2^ (range 511-2418) in the BTS group (*P* = 0.943).

The median major axis diameter of tumors was 33 mm (range 19-42) in the BT group and 32 mm (range 25-50) in the BTS group (*P* = 0.616). In the case of multiple lesions resected together, the maximum distance between the edges of each tumor was defined as the tumor size.

The histology of tumors revealed SCC in all cases. The depths of tumors (EP/LPM/MM) were 0/5/1 in the BT group and 1/5/1 in the BTS group (*P* = 0.629). The outcomes of ESD are shown in Table [2](#T2){ref-type="table"}. The thread-traction method was performed on 3 out of 6 cases in the BT group and 2 out of 7 cases in the BTS group (*P* = 0.592). Median procedure times were 48 min (range 24-106) and 33 (range 27-51) min in the BT and BTS groups, respectively (*P* = 0.389).

###### 

Outcomes of endoscopic submucosal dissection by novel slim type ball-tipped FlushKnife and ball-tipped FlushKnife

                                                                     **FlushKnife-BT (*n* = 6)**   **FlushKnife-BTS (*n* = 7)**   ***P* vaule[1](#T2FN1){ref-type="table-fn"}**
  ------------------------------------------------------------------ ----------------------------- ------------------------------ -----------------------------------------------
  Use of the thread-traction method, yes/no                          3/3                           2/5                            0.592
  Procedure time, median (range), min                                48 (24-106)                   33 (27-51)                     0.389
  Treatment speed, median (range), mm^2^/min                         25.5 (19.6-30.3)              44.2 (15.5-55.4)               0.0633
  Number of times the knife was replaced, median (range), times      5.5 (4-10)                    1 (0-3)                        0.0025
  Frequency of knife replacement, median (range), times/hour         7.02 (4.23-15)                1.76 (0-5.45)                  0.0065
  *En bloc* resection rate                                           6/6 (100%)                    7/7 (100%)                     0.000
  Adverse events, Perforation/muscle injury/postoperative bleeding   0/1/0                         0/0/0                          0.462

The Mann-Whitney *U* test was used to compare continuous variables, and the *χ^2^* test or Fisher\'s exact probability test was used to compare categorical variables. FlushKnife-BT: Ball-tipped FlushKnife; FlushKnife-BTS: A novel slim type FlushKnife-BT.

The median treatment speed was 25.5 mm^2^/min (range 19.6-30.3) in the BT group and 44.2 mm^2^/min (range 15.5-55.4) in the BTS group (*P* = 0.0633). However, it was significantly faster with FlushKnife-BTS when the resection size of ESD was larger than 1000 m^2^ (*n* = 4, median 24.2, range 19.6-27.7 *vs n* = 4, median 47.4 mm^2^/min, range 44.2-55.4, *P* = 0.0209) (Table [3](#T3){ref-type="table"}). The relationship between the resected area and treatment speed is shown in Figure [6](#F6){ref-type="fig"}; the treatment speed was faster with FlushKnife-BTS when the resected size was large, but was similar to that with FlushKnife-BT when it was small.

###### 

Treatment speed of endoscopic submucosal dissection for a resected size more than 1000 mm^2^

                                               **FlushKnife-BT (*n* = 4)**   **FlushKnife-BTS (*n* = 4)**   ***P* vaule**
  -------------------------------------------- ----------------------------- ------------------------------ ---------------
  Treatment speed, median (range), mm^2^/min   24.4 (19.6-27.7)              47.4 (44.2-55.4)               0.0209

FlushKnife-BT: Ball-tipped FlushKnife; FlushKnife-BTS: A novel slim type FlushKnife-BT.

![Treatment speed was faster with a novel slim type ball-tipped FlushKnife when the resected size was large, but was similar to that with the conventional knife when the resected size was small. FlushKnife-BT: Ball-tipped FlushKnife; FlushKnife-BTS: A novel slim type FlushKnife-BT.](WJG-23-1657-g006){#F6}

The number of times the knife was replaced was 5.5 (range 4-10) and 1 (range 0-3) in the BT and BTS groups, respectively (*P* = 0.0025).

The frequency of knife replacement was lower (median 1.76, range 0-5.45 *vs* median 7.02, range 4.23-15 times in one hour, *P* = 0.0065) with FlushKnife-BTS than with FlushKnife-BT. Figure [7](#F7){ref-type="fig"} shows the relationship between the resected area and frequency of knife replacement, and demonstrates a reduced frequency of knife replacement with FlushKnife-BTS regardless of the resected size and slightly reduced frequency as the resected size became larger. *En bloc* resection rates were 100% and muscle injury was detected in one case in the BT group.

![Frequency of knife replacement was reduced with a novel slim type ball-tipped FlushKnife regardless of the resected size, while a slightly reduced frequency was observed as the resected size became larger. FlushKnife-BT: Ball-tipped FlushKnife; FlushKnife-BTS: A novel slim type FlushKnife-BT.](WJG-23-1657-g007){#F7}

DISCUSSION
==========

ESD is the first-line therapeutic option for superficial gastrointestinal tract tumors\[[@B1],[@B6],[@B18]-[@B20]\]. The devices used in ESD are important for performing the procedure safely. A large number of devices have been developed to date\[[@B8]-[@B10],[@B12],[@B13]\]. FlushKnife-BT is one of the most frequently used knives and has advantageous functions including injection, irrigation by waterjets, dissection, and vessel sealing\[[@B14]\]. However, when this knife is used with endoscopes equipped with a 2.8-mm channel, difficulties are associated with the aspiration of fluid and mucus in the working space during the procedure and finely controlling the knife length because of its diameter of 2.7 mm. Uncontrolled fluid and mucus pooling and air inflation/deflation may complicate ESD. In order to precisely dissect the appropriate plane between the vessel network in the submucosa and muscle layer\[[@B21]\], subtle endoscope movements in addition to adjustments in knife length are needed. Therefore, smooth aspiration and delicate knife control are essential for performing this procedure safely and efficiently.

In an attempt to overcome these limitations, we developed a novel slim type FlushKnife-BT.

Functional experiments revealed that fluid aspiration speed by the endoscope with a 2.8-mm working channel with FlushKnife-BTS inserted was 7.7-fold faster than that with the conventional knife. Resistance to the insertion of the knife inside the scope with a 2.8-mm working channel was 40% less with the new knife than with the conventional knife.

In clinical practice, though the number of the patients was small, increase was achieved in the treatment speed with FlushKnife-BTS when large resection was required, but remained the same as that with the conventional knife when the resected size was small. The frequency of knife replacement was less with FlushKnife-BTS than with FlushKnife-BT regardless of the resected size.

The faster aspiration of bubbles, air, mucus, and fluid by FlushKnife-BTS contributed to a clear field of view, which may have, in turn, reduced the frequency of knife removal from the working channel.

The reason why treatment speed only improved with FlushKnife-BTS when the resection size was large may be that, in ESD of a small resection size, the effects by a reduced frequency of knife replacement, smooth knife insertion, and fine knife control with FlushKnife-BTS were not clearly reflected due to the short procedure time and fewer knife replacements, but became more evident as the resection size became larger and the procedure time increased. Therefore, FlushKnife-BTS is considered to exhibit its effectiveness when large resection is needed.

Waterjet flushing speed was slower with FlushKnife-BTS in functional experiments. This result was expected due to the difference in the diameters of the two knives. However, this did not markedly affect the clinical practice of ESD in our analysis. Since FlushKnife-BT offers a high-flow flushing function, the speed reductions observed with FlushKnife-BTS do not appear to be of clinical importance. Moreover, the mid pump setting is typically used in clinical practice and may be resolved by turning up the setting to its maximum where necessary.

Although the safety and efficacy of ESD in the esophagus have already been reported\[[@B2],[@B6],[@B22]\], intraoperative perforation, muscle layer damage, and bleeding may occur because of the anatomically thin wall and narrow working space. Moreover, postoperative esophageal stricture is one of the main complications associated with large esophageal ESD\[[@B23],[@B24]\]. Muscle layer damage with entire circumferential esophageal ESD has been linked to refractory post-ESD stenosis\[[@B25]\]. Hence, ESD in the esophagus requires a highly skilled endoscopic technique and careful operation, and the provision of a more comfortable environment for ESD will contribute to reductions in complications. Based on the results presented above, FlushKnife-BTS is considered to contribute to safer esophageal ESD.

Though the present clinical study focused on only esophageal ESD because esophagus is the narrow tract in which inflated air inside affects the procedure easily, further investigation including ESD in other organs such as stomach and colorectum would be desired in the near future.

The limitations of this study include its retrospective design and small patient population. Furthermore, the procedure was only performed by one endoscopist. Therefore, the generalizability of the results obtained remains unclear and, thus, further studies with more cases undergoing ESD performed by other endoscopists including less experienced operators are warranted. However, our results still support FlushKnife-BTS creating better conditions for and contributing to the efficient performance of ESD.

In conclusion, our results demonstrate that FlushKnife-BTS supports the efficient performance of ESD, particularly for large lesions, by improving air and fluid aspiration and allowing for smooth knife insertion without frequent knife removal and reinsertion during ESD.
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